A new modification for preparing tissue blocks for cryostat sectioning.
A modification of the Carter method for preparing tissue blocks for cryostat sectioning is presented. One problem with the Carter method is that tissue edges occasionally freeze above the plane of the smooth cryostat disk. My modification avoids this problem by gradual liquid nitrogen cooling of the disk. This enables all tissue edges to be applied to the smooth disk surface until freeze adherence occurs.